AMENDMENT NO. 1 FEBRUARY 2017 
TO 
IS 15113 : 2002 CLINICAL ELECTRICAL 
THERMOMETERS WITH MAXIMUM DEVICE — 
SPECIFICATION 


(Page 3, clause 5.1.5) — Insert the following new clause: 
*5.1.6 BIS Certification Marking 
The product may also be marked with the Standard Mark. 
5.1.6.1 This use of the Standard Mark is governed by the provisions of the 
Bureau of Indian Standards Act, 1986 and the Rules and Regulations made 
thereunder. The details of conditions under which the licence for the use of the 


Standard Mark may be granted to manufacturers or producers may be obtained 
from the Bureau of Indian Standards.’ 
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